[Evaluation of a western blot system (DAVIH-BLOT) for the confirmation of HIV-1 antibodies].
It is reported the evaluation of the DAVIH-BLOT system (DAVIH Laboratories, Cuba) against the proficiency panels sent to the National AIDS Reference Laboratory by the World Health Organization (WHO) in order to ensure the quality in the diagnosis of HIV antibodies during 1989, 1991 and 1993. The system is also compared with those of the Dupont and Diagnostic Pasteur firms in a group of 467 positive sera by ELISA. On studying the WHO's samples, the system proved to be highly sensitive and specific. In the comparison made with the HIV-1 Western Blot IgG version 1.2 (Dupont company, USA) and with the LAV-blot 1 (Diagnostic Pasteur, France), there was a coincidence of 100 and 97%, respectively.